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ABSTRACT
Electrical impedance tomography (EIT) has undergone
30 years of development. Functional chest examinations
with this technology are considered clinically relevant,
especially for monitoring regional lung ventilation in
mechanically ventilated patients and for regional
pulmonary function testing in patients with chronic lung
diseases. As EIT becomes an established medical
technology, it requires consensus examination,
nomenclature, data analysis and interpretation schemes.
Such consensus is needed to compare, understand and
reproduce study ﬁndings from and among different
research groups, to enable large clinical trials and,
ultimately, routine clinical use. Recommendations of how
EIT ﬁndings can be applied to generate diagnoses and
impact clinical decision-making and therapy planning are
required. This consensus paper was prepared by an
international working group, collaborating on the clinical
promotion of EIT called TRanslational EIT developmeNt
stuDy group. It addresses the stated needs by providing
(1) a new classiﬁcation of core processes involved in
chest EIT examinations and data analysis, (2) focus on
clinical applications with structured reviews and outlooks
(separately for adult and neonatal/paediatric patients),
(3) a structured framework to categorise and understand
the relationships among analysis approaches and their
clinical roles, (4) consensus, uniﬁed terminology with
clinical user-friendly deﬁnitions and explanations, (5) a
review of all major work in thoracic EIT and (6)
recommendations for future development (193 pages of
online supplements systematically linked with the chief
sections of the main document). We expect this
information to be useful for clinicians and researchers
working with EIT, as well as for industry producers of
this technology.
INTRODUCTION
Electrical impedance tomography (EIT) is a
radiation-free functional imaging modality invented
over 30 years ago.1 Scientiﬁc and clinical interest in
this method is driven by the clinical need for moni-
toring of lung ventilation and perfusion and for
assessment of regional lung function at the bedside.
The growing interest is testiﬁed by the continuously
increasing number of publications on EIT and by
the commercial availability of devices from several
companies.
This paper was prepared by a working group,
collaborating on the clinical promotion of EIT
called TRanslational EIT developmeNt stuDy
(TREND) group. The group was formed at the
meeting ‘Chest EIT: Status, Vision and Priorities’
(Manchester, UK, 16–17 November 2012), at
which leaders of all clinically oriented EIT research
groups from North and South America, Europe,
Asia and Australia and a representative from each
company producing EIT technology were repre-
sented. The TREND group consists of pre-eminent
researchers and clinical leaders spanning neonatal,
paediatric and adult ﬁelds of chest EIT. Meetings of
this group take place at the annual EIT conferences
and congresses of the American Thoracic Society
and the European Respiratory Society.
One key concern of the TREND group that
resulted in the preparation of this paper was the
lack of recommendations for chest EIT examina-
tions, consistent terminology and generally accepted
approaches to EIT image analysis and interpretation.
The structure of this paper differs from former,
rather descriptive reviews.2–11 It is based on ﬁve
core processes that we identiﬁed during EITexamin-
ation and data analysis (ﬁgure 1). These processes
involve: (1) execution of EIT measurements, (2)
generation of raw EIT images, (3) EIT waveforms
and regions-of-interest (ROI), (4) functional EIT
images and (5) EIT measures. They are con-
secutively addressed in the ﬁrst ﬁve sections of the
paper. Each section is accompanied by an electronic
online supplement (EOS) with detailed ﬁgures,
deﬁnitions, recommendations and examples. A
separate online supplement with the deﬁnitions of
EIT-related terms is provided.
The last part of the article focuses on the clinical
use of EIT in adult, neonatal and paediatric
patients. The major target populations are mechan-
ically ventilated patients, typically requiring inten-
sive care therapy, and pulmonology patients
suffering from chronic lung diseases. Two supple-
ments linked to these clinical sections provide sum-
maries and lists of clinical issues beneﬁting from
EIT-guided clinical decisions. Finally, we propose
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recommendations for the future research and development of
EIT presented in detail in the last EOS. All nine online supple-
ments contain comprehensive lists of references.
Our paper is the result of a joint effort of EIT experts
based on extensive literature search and, their expertise and
experience with this medical technology. It is neither a health
technology assessment nor a conventional systematic review.
Nonetheless, we believe that it will become a reference
document that reviews main achievements and outlines recom-
mendations for clinical use, describes how errors and misinter-
pretations in EIT data acquisition and analysis can be avoided
and facilitates sharing and comparison of research and clinical
results.
We expect our consensus document to be relevant to current
clinical users of EIT (adult and neonatal/paediatric intensivists),
potential new users (adult and paediatric pneumologists) and
producers of EIT technology.
EXECUTION OF EIT CHEST MEASUREMENTS
EIT examinations require the placement of electrodes on the
chest circumference, positioned to be sensitive to the phenom-
ena of interest. Electrodes are either placed individually with
equal spacing or are integrated into electrode belts or stripes,
which render the application user-friendly. Several EIT devices
use 16 electrodes, although systems with a higher and lower
number of electrodes have also been developed. The electrodes
are typically placed in one transverse plane, although oblique
placement has also been described. Large chest wounds, mul-
tiple chest tubes, non-conductive bandages or conductive wire
sutures may preclude or affect the measurements.
The location of the electrode plane impacts the ﬁndings;12–15
thus, comparability of examinations performed on separate occa-
sions requires electrode locations to be the same. It is not
recommended to place the electrodes lower than the sixth inter-
costal space because the diaphragm may periodically enter the
measurement plane.13 Posture14 16–19 and type of ventilation20–25
affect the ﬁndings. Speciﬁc ventilation manoeuvres, mechanical
ventilation mode and settings, etc should be recorded to ease the
interpretation of EIT ﬁndings.
During an EIT examination, very small alternating electrical
currents are applied through pairs of electrodes while the result-
ing voltages are measured on the remaining electrodes. The
most widespread spatial pattern of current applications and
voltage measurements is through adjacent electrode pairs. Other
patterns of current applications and voltage measurements are
increasingly used and can be expected to replace the adjacent
pattern because they offer technical advantages. Further infor-
mation on the execution of EIT measurements is provided in
EOS 1.
RAW EIT IMAGES
The set of EIT data acquired during one cycle of current appli-
cations and voltage measurements is typically called frame. One
EIT data frame contains the information necessary to generate
one raw image. The number of frames (or raw images) acquired
per second corresponds with the EIT scan rate. Current EIT
devices offer maximum scan rates of about 50 images/s allowing
the assessment of lung function under dynamic conditions.
EIT is sensitive to periodic and non-periodic changes in elec-
trical tissue conductivity in a slice with a vertical thickness
roughly half the chest width.26 An increase in intrapulmonary
gas volume decreases conductivity, while increased blood or
ﬂuid volume or disruption of cellular barriers raise it.
Image reconstruction is the process of generating raw EIT
images from the measured voltages, typically of a two-
dimensional slice through the electrode plane.27 Time-difference
Figure 1 Schematic presentation of
the chest EIT examination and data
analysis. The drawings, examples of
EIT images and EIT measures illustrate
the different steps involved. The
images were generated using the
GREIT image reconstruction algorithm
from data acquired in a healthy adult
subject with the Goe-MF II EIT device
(CareFusion, Höchberg, Germany).
(These images as well as the data
shown in subsequent ﬁgures originate
from examinations approved by the
institutional ethics committees and
acquired with written informed
consent.) ARDS, acute respiratory
distress syndrome; EIT, electrical
impedance tomography; rel. ΔZ,
relative impedance change; GI, global
inhomogeneity index; CoV, centre of
ventilation; PEEP, positive end-
expiratory pressure; ROP, regional
opening pressure; RVD, regional
ventilation delay.
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EIT image reconstruction calculates images of the change in
tissue properties between a baseline (reference) measurement
frame and the current frame. Time-difference imaging is well
suited to trace time-varying physiological phenomena like lung
ventilation and perfusion. Two other imaging modalities are
active areas of research, but currently insufﬁciently robust for
chest EIT: (1) frequency-difference imaging, sensitive to the dif-
ference in tissue properties between two stimulation frequencies
at a given time and (2) absolute imaging, which calculates
images of the properties at a given time (ie, not just relative
impedance changes).
An ideal reconstruction algorithm should guarantee uniform
amplitude response, small and uniform position error, small
ringing artefacts, uniform resolution, limited shape deformation,
high resolution and exhibit small sensitivity to electrode and
boundary movement.28 The images are either round or, in
newer algorithms, their contour reﬂects the anatomical form of
the chest. Development of new algorithms is an active ﬁeld in
EIT research with advances in image quality achieved by using,
for example, a priori anatomical information.
The orientation of EIT images is identical to the images gen-
erated by established imaging modalities like CT with the right
chest side on the left side of the image and with anterior at the
top. The colour coding of EIT images depends on the choice of
the baseline frame and is not uniﬁed (for examples, see EOS 2).
EIT WAVEFORMS AND ROI
EIT data analysis is based on the EITwaveforms that are gener-
ated from a series of raw EIT images in individual image pixels.
ROI can be deﬁned in an image (minimum size being one image
pixel). In each ROI, the waveform over time displays the short-
term and long-term changes in local electrical impedance result-
ing from various physiological or pathological effects. Periodic
signal ﬂuctuations are induced by ventilation or by heart action
and lung perfusion (ﬁgure 2). Digital frequency ﬁltering is often
used in EIT data analysis to isolate these periodic phenomena. A
non-periodic change may be caused, for example, by an overall
increase in gas volume induced by raising the positive
end-expiratory pressure (PEEP) during mechanical ventila-
tion.29–31
The magnitude of the impedance changes associated with
spontaneous breathing or mechanical ventilation is approxi-
mately one order of magnitude larger than the changes induced
by heart action and lung perfusion.32 Besides physiological and
pathological effects, EIT waveforms may also display artefacts
originating from, for example, body movement33 or interference
with some medical devices.34 Modern EIT devices have some-
what improved robustness to interference. The artefacts can
often be eliminated by adapting the EIT data acquisition para-
meters or by signal postprocessing.
EIT images show not only the lungs but the whole chest
cross-section. To increase the sensitivity of EIT data analysis,
ideally only waveforms originating from lung regions should be
analysed. The border between the pulmonary and non-
pulmonary tissue is blurred in EIT images. Therefore, several
approaches have been proposed to determine ROIs representing
the lungs.35 36
EIT lung ROIs are mostly functionally identiﬁed as regions
where ventilation-related impedance changes occur. If this
approach is applied, lung regions with absent or small
Figure 2 Electrical impedance tomography (EIT) waveforms simultaneously registered in one image pixel in the dorsal region of the dependent
(left) and in another pixel in the dorsal region of the non-dependent lungs (right) in a healthy man aged 43 years lying on his right side. The raw
data were obtained using the Goe-MF II EIT device (CareFusion, Höchberg, Germany) and reconstructed with the GREIT algorithm. During the ﬁrst
30 s, the subject was breathing quietly, then he was instructed to hold his breath for 20 s after tidal inspiration, ﬁnally he took three deep breaths.
The periodic ventilation-related changes of the EIT signal, given as relative impedance change (rel. ΔZ), are higher than those associated with the
cardiac action. (The latter are best discernible during the apnoea phase.) The tidal changes in rel. ΔZ during the ﬁrst and the third phases of this
measurement are higher in the dependent than in the non-dependent lung reﬂecting the physiologically known higher ventilation of the dependent
lung regions in adult subjects spontaneously breathing at the functional residual capacity level. During the apnoeic phase, the EIT signal falls
continuously in the dependent lung due to local gas volume loss caused by the continuing gas exchange. This is not observed in the non-dependent
lung. The changes in rel. ΔZ synchronous with the heartbeat are of comparable amplitude in both pixels. The breathing rate (BR) and heart rate (HR)
in each of the three examination phases given in the lower part of the ﬁgure were derived from frequency ﬁltering of the EIT signal.
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ventilation-related impedance changes (eg, atelectasis, pleural
effusion or pneumothorax) may be missed. If unaccounted for,
this may impact subsequent analyses, for example, by showing
less ventilation heterogeneity, than present.
The other motivation for ROI-based analysis of EIT data is to
characterise the spatial heterogeneity of lung ventilation. For
this application, arbitrary ROIs, like image quadrants or layers
are used.24 37–39 These are either applied to the whole image or
are combined with a previously deﬁned lung ROI. Further
details can be found in EOS 3.
FUNCTIONAL EIT IMAGES
Functional EIT images are generated from series of raw images
and the corresponding pixel EITwaveforms, by use of appropri-
ate mathematical equations in each image pixel. All calculated
values are then plotted (or image colour-coded) in the respective
pixels. Various functional EIT measures have been proposed and
used to quantify and characterise regional lung ventilation (and
perfusion). These are brieﬂy addressed here but described in
detail in EOS 4.
Today’s high EIT scan rates allow precise identiﬁcation of the
tidal peak-to-trough changes in the pixel EIT waveforms and
generation of functional EIT images proportional to the local
tidal volume (VT).
25 37 40 41 Identiﬁcation of pixel
end-expiratory minima before and after a change in ventilator
settings (eg, in PEEP) creates a functional EIT image of the local
changes in end-expiratory lung volume (EELV).29 If EIT data are
acquired during the forced full expiration then the calculation of
the electrical impedance change within the ﬁrst second of the
forced exhalation will image the distribution of local FEV1.
42
The analysis of the dynamic characteristics of pixel EITwave-
forms enables the assessment of the non-linearity of local ﬁlling
and emptying of the lungs and creation of functional EIT
images showing the spatial distribution of this non-linear behav-
iour.43 If EIT examination is performed during a stepwise inﬂa-
tion or deﬂation of the lungs then ﬁtting of mathematical
functions to pixel EIT waveforms may be used to calculate and
image local respiratory time constants.44
Combination of pixel EIT waveforms with other simultan-
eously registered signals like the airway pressure allows the gen-
eration of pixel pressure-volume curves45 46 and generation of
functional images showing, for example, regional lung opening
and closing47 or regional respiratory system compliance (Crs).
48
Several types of functional images can be generated from a
single EIT measurement. They address different aspects of
regional lung function, thus, the combination of these ﬁndings
allows a more thorough interpretation of EIT data.
EIT MEASURES
Functional EIT images display the calculated functional measures
with the highest spatial resolution available. Based on these
images, it is desirable to create quantiﬁable clinically relevant
measures to assess the present state of ventilation distribution
and its trends. Images and numeric values are complementary.
Quantitative EIT measures can be divided into three groups.
The ﬁrst group has the same functional measures as the ones
used to generate functional EIT images, only the pixel values of
these measures are averaged (or summed) across the whole
image or its sections. For instance, the sum of tidal impedance
changes in all image pixels provides an estimate of regional VT
in the studied chest slice.
The second group aims at characterising the spatial distribu-
tion of ventilation. One subgroup describes the overall degree of
spatial heterogeneity of ventilation. Examples are the global
inhomogeneity index36 40 49 or the coefﬁcient of vari-
ation,36 42 50 calculated from the maps of tidal impedance vari-
ation. Another subgroup describes the orientation of the spatial
distribution of functional measures, usually in the anteroposter-
ior direction. This direction is clinically relevant when patients
are examined in the supine position, where it corresponds to
the gravity vector. The simplest measure is the anteroposterior
(upper-to-lower) ventilation ratio, calculated as the ratio
between the sum of tidal impedance changes in the anterior and
posterior halves of the functional image or the lung ROI within
it.51 Alternatively, the anterior and posterior fractions (percen-
tages) of ventilation are calculated.24 Fractions of ventilation can
also be computed in larger number of smaller ROIs spanning
the whole image in the anteroposterior direction and used to
create ventilation proﬁles.37 52 53 The centre of ventilation,
frequently used to describe the ventilation distribution with
relation to the chest diameter, is derived from such
proﬁles.20 37 53 54
The third group includes examination-speciﬁc measures.
Examples are measures of perfusion via an infusion of
conductivity-contrasting bolus,55 or measures that are derived
from the EIT data registered in parallel with other signals,
mostly airway pressure. Such measures aim at characterising
regional Crs under quasistatic
45 56 but mostly dynamic condi-
tions.57 58 The high scan rates allow the assessment of intratidal
changes in regional Crs.
38 Another EIT measure of respiratory
mechanics is the regional respiratory time constant.44 59
Temporal heterogeneity of ventilation can be characterised by
calculating the phase shifts in regional ventilation60 or ventila-
tion delay index.61 Regional expiration times needed to exhale
speciﬁed percentages of regional gas volumes can also be
derived from EIT waveforms.42 62 63 Further details on EIT
measures are presented in EOS 5.
The taxonomy of EIT terms with clinical user-friendly deﬁni-
tions and explanations is provided in EOS 6.
CLINICAL USE OF EIT IN ADULT PATIENTS
Three general uses of thoracic EIT have been promising in adult
patients: (a) monitoring of mechanical ventilation, (b) monitor-
ing of heart activity and lung perfusion and (c) pulmonary func-
tion testing. The validity and reproducibility of EIT ﬁndings is
derived from several experimental and clinical studies compar-
ing EITwith reference techniques like CT,61 64–66 single-photon
emission CT,67 positron emission tomography,68 vibration
response imaging,69 inert-gas washout70 and spirometry.14 30 71
EIT examinations over time often provide unique clinical
information difﬁcult to obtain by other technologies at the
bedside. With almost no side effects, EIT allows the sensitive
and prompt assessment of lung characteristics over the course of
disease and treatment.
Monitoring of mechanical ventilation
The need for monitoring regional effects of mechanical ventila-
tion is based on our understanding of the direct damage
inﬂicted by the ventilator on the fragile lung. Protective ventila-
tion has been increasingly demanded inside and outside inten-
sive care units to prevent/minimise ventilator-associated lung
injury. Global measures of oxygenation or respiratory system
mechanics, traditionally used as references to adjust mechanical
ventilation, may produce misleading information by ‘averaging’
opposite pathological phenomena (eg, tidal recruitment and
overdistension) in different lung units. This underlines the need
for regional functional lung monitoring.
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EIT can generate regional measures characterising this hetero-
geneous behaviour of the lung tissue under dynamic conditions
that might be used in guidance of mechanical ventilation.
Experimental studies showed that regional responses of the lung
to a ‘recruiting manoeuvre’,37 72 PEEP,29 41 57 fraction of
oxygen54 or VT adjustment
52 can be continuously obtained by
EIT. The more recent clinical data suggest the promising use of
fast-response EIT parameters to titrate protective PEEP/VT com-
binations, or to assess the potential for lung recruitment in
patients with acute respiratory distress syndrome (ARDS). These
measures have most often been derived from the decremental
PEEP-titration manoeuvre.73–75 Figure 3 shows an example
patient examination during this manoeuvre. By sequentially
measuring the EIT-derived regional Crs, it is possible to quantify
the amounts of tissue that (a) recollapse during the trial, exclud-
ing them from ventilation and (b) are brought back to adequate
ventilation, previously impaired by hyperdistension.
The side effects of mechanical ventilation are aggravated by
heterogeneities in lung properties or in pressure transmission
caused by disease, ageing or gravity forces. Major heterogene-
ities in regional ventilation in diseases like ARDS,44 66
COPD,42 62 lung cancer76 or cystic ﬁbrosis77 can be traced by
EIT. The effects of ageing can also be detected.16 42 The cap-
ability of EIT to determine gravity-dependent changes has been
conﬁrmed in studies where human subjects were exposed to
weightlessness43 or posture changes.14 16 Posture-dependent
changes in ventilation can be traced by EIT in a clinical setting78
as well and used to monitor the patient’s response to rotation.
These and other clinical studies, although often with relatively
low numbers of patients, corroborate the perspective of real-
time monitoring of lung function heterogeneities by EIT at the
bedside, potentially helping to optimise lung protection.
A few clinical studies imply the usefulness of EIT monitoring
during assisted mechanical ventilation where spontaneous
breathing activity is combined with gas delivery by the ventila-
tor. EIT can determine regional Crs during this ventilation
31 and
uncover potentially harmful excessive regional VT, even in the
context of a ‘protective’ VT delivered to the whole lung.
22 The
detection of this ‘pendelluft’ phenomenon by EIT is shown in
ﬁgure 4.
A relevant feature of EIT is its ability to identify various
adverse events during mechanical ventilation. This would enable
early therapeutic intervention and/or reduce the need for other
diagnostic methods. Experimental studies conﬁrmed the detec-
tion of pneumothorax39 79 or derecruitment, for example, after
suctioning.61 80 Clinical data are rare: there exist studies in
patients with pleural effusion, which only conﬁrm the ability to
detect impedance changes related to ﬂuid removal,81 but not
prospectively identify pleural effusion development. The ability
of EIT to detect one-sided ventilation with selective intubation
has been validated in patients.82
Our perspective is that EITwill become a standard monitoring
technique for personalised protective mechanical ventilation and
optimised ventilator adjustments, increasing patient safety
Figure 3 An adult mechanically ventilated patient examined by electrical impedance tomography (EIT) (Enlight, Timpel, Sao Paulo, Brazil; with a
ﬁnite element method (FEM)-based Newton Raphson image reconstruction algorithm) during a decremental positive end-expiratory pressure (PEEP)
trial. The patient suffered from severe acute respiratory distress syndrome as detected in the CT scan (top left) obtained at the same chest plane
where the EIT electrode belt was located during the EIT examination. The panels 1–10 show regional lung hyperdistension and collapse at each
PEEP step in white and blue colours, respectively. The percentages of collapse and overdistension are provided at the right side of each panel and in
the diagram (bottom left). With decreasing PEEP, hyperdistension fell (green curve) and collapse rose (blue curve). The crossover point between the
curves is highlighted by the red arrow. The corresponding PEEP step preceding the crossover shows the value of 17 cm H2O in red in panel 4.
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during mechanical ventilation and providing continuous surveil-
lance. Automatic interpretation of large sequences of EIT
images will be the key to improve its daily use.
Monitoring of heart activity and lung perfusion
The major focus of EIT in this ﬁeld is the real-time measure-
ment of regional lung perfusion, although smaller studies
aiming at cardiac-output measurement, heart-lung interactions
and PE also exist. Lung perfusion has mostly been assessed by the
amplitude of regional EITsignal pulsatility. This heartbeat-related
EIT signal variation reﬂects the periodic changes in blood vessel
dimension. Using this approach, regional hypoxic pulmonary
vasoconstriction83 84 and prostacyclin-induced vasodilation85
have been identiﬁed in patients and hyperoxic vasodilation in
healthy volunteers.86 Another method, examined in mechanic-
ally ventilated patients, is based on the measurement of regional
oxygen uptake by EIT.87 The only approach speciﬁcally tracking
pulmonary blood ﬂow uses the ﬁrst-pass kinetics of intravenously
administered hypertonic saline bolus (ﬁgure 5) and was described
and validated in experimental studies.55 88
Monitoring of lung perfusion might be important in the
already addressed use of EIT for guidance of ventilator therapy
because it would allow ventilation/perfusion distribution mis-
match to be taken into account. However, clinical validation in
this ﬁeld is lacking.
Pulmonary function testing
An increased demand is observed for EIT imaging in ambulatory
patients, as an adjunct to conventional pulmonary function
tests. In patients with COPD,42 62 asthma63 and cystic ﬁbrosis,77
EIT generates cross-sectional maps of the pulmonary function
measures known from conventional spirometry, enabling the
assessment of both spatial and temporal heterogeneity of
regional lung function over time or after intervention (eg,
Figure 4 Ventilation distribution in a supine adult patient in the course of one tidal inﬂation during controlled and assisted mechanical ventilation
in the pressure-controlled mode. The data were acquired with the Enlight device (Timpel, Sao Paulo, Brazil) using a ﬁnite element method
(FEM)-based Newton Raphson reconstruction algorithm. The electrical impedance tomography (EIT) images show the impedance variation compared
with the beginning of the respiratory cycle at ﬁve time points highlighted by dashed lines (A–E). In controlled ventilation, anterior and posterior
regions inﬂated synchronously, as seen in the blue and red waveforms. In contrast, when the same patient was allowed to perform spontaneous
efforts, the pendelluft phenomenon was detected by EIT with a volume shift from the anterior to the posterior regions attributed to differences in
local driving forces and lung mechanics. The stronger posterior diaphragm excursion ‘sucked’ air from the anterior regions, which deﬂated at the
beginning of inspiration, causing a transient local overdistension in the posterior regions. This excessive volume shift can be seen in the blue
waveform as an overshoot (simultaneously with an undershoot in the red anterior lung waveform) before decreasing to the mechanical equilibrium
with the ventilator, followed by relatively synchronous expiration. Red and blue regions in the EIT images imply a decrease and an increase in
regional impedance, respectively, when compared with the beginning of inspiration.
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bronchodilation) during spontaneous tidal breathing and forced
ventilation manoeuvres (ﬁgure 6). Regional pulmonary function
testing by EIT might improve the patient phenotyping, the mon-
itoring of natural history of disease and therapy effects and the
prediction of clinical outcomes. Clearly, more clinical trials are
needed in this ﬁeld, especially those studying the relationship
between the disease severity and EIT ﬁndings.
Besides the described three major ﬁelds of EIT use in adult
patients, there are additional clinical situations in which EIT
information has been helpful for clinical decisions (refer to EOS
7 for further information and the extensive references).
CLINICAL USE OF EIT IN NEONATAL AND PAEDIATRIC
PATIENTS
By virtue of being non-invasive and radiation-free, as well as
allowing respiratory monitoring independent of an endotracheal
tube, EIT offers particular promise in the vulnerable population
of neonatal and paediatric patients. To date, the focus of most
studies has been on monitoring regional changes in lung aer-
ation and, to a lesser extent, lung perfusion, with the aim of
improving knowledge on lung physiology and better under-
standing the interaction between the impact of lung disease and
clinical interventions on lung function.
Safe and effective guidance of mechanical ventilation in neo-
nates, infants and children requires considering the regional
volumes of the diseased lung. Consequently, most EIT studies
investigating lung aeration have focused on regional changes in
EELV and/or (tidal) ventilation. Studies in preterm infants with
respiratory distress syndrome (RDS) receiving high-frequency
ventilation showed that stepwise lung recruitment resulted in a
relatively homogenous increase in EELV, with patterns similar to
global volume measures.89 EIT can map the regional pressure-
volume relationships of the respiratory system, measuring the
extent of lung hysteresis and allowing identiﬁcation of an
optimal applied airway pressure (ﬁgure 7). EIT has helped show
that exogenous surfactant therapy in preterm infants results in
an increase and stabilisation of regional EELV (ﬁgure 7)46 and
alters the respiratory time constants.59 In conventionally venti-
lated children with acute lung injury, EIT could monitor regional
EELV changes during stepwise recruitment.90 In this population,
Figure 5 An adult patient with a mediastinal mass admitted to the intensive care unit with severe respiratory failure and difﬁcult mechanical
ventilation (peak inspiratory pressures >40 cmH2O). The CT image suggested severe airway obstruction caused by tumour invasion, with probable
obstruction of right pulmonary artery (top left). Black arrows in the top left panel show the severe obstruction of the main bronchi, more
pronounced on the left. This supported the surgical plan of right-sided pneumonectomy along with tumour excision. As part of the detailed patient
evaluation, an electrical impedance tomography (EIT) examination (Enlight, Timpel, Sao Paulo, Brazil; with a ﬁnite element method (FEM)-based
Newton Raphson algorithm) was performed to estimate regional ventilation and perfusion. Regional EIT waveforms showed smaller ventilation
amplitude in the left lung (red) in comparison to the right lung (blue). During a prolonged expiratory pause, intrinsic positive end-expiratory pressure
(PEEPi) was detected in the proximal airway pressure (Pprox) signal. At the same time, an evident redistribution of air occurred: the left lung
exhibited a decrease and the right lung an increase in air content. When ventilation returned, the opposite occurred, with cumulative air trapping in
the left and concomitant deﬂation of the right lungs. A CT image, colour-coded to enhance the low lung density, demonstrated the marked air
trapping in the left lung (bottom left). The functional EIT images showed the right lung to exhibit higher ventilation (bottom middle) and perfusion
(bottom right) than the left lung. These ﬁndings resulted in changed surgical plans and preservation of the right lung. After the removal of the
compressing mass (rhabdomyosarcoma), which was ultimately not invading the right pulmonary artery, the patient was successfully extubated
2 days later.
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there was clear heterogeneity in the regional volume response,
with the largest increase in EELV in the dependent lung regions.
Signiﬁcant breath-to-breath variability in regional tidal ventila-
tion, unrecognised using current bedside tools, was reported in
a population of preterm infants receiving volume-targeted con-
ventional ventilation, suggesting another way EIT could guide
ventilator settings at the bedside.91 EIT has also been used to
monitor EELV during clinical interventions, such as induction of
anaesthesia, intubation and endotracheal suction.21 92
EIT studies on the effect of body positioning on regional ven-
tilation in infants and children have challenged the physiological
paradigm that ventilation is preferentially distributed towards
Figure 6 Electrical impedance
tomography (EIT) examination of a
patient aged 67 years with COPD
performed during forced full expiration
(Goe-MF II EIT device (CareFusion,
Höchberg, Germany) with the GREIT
image reconstruction). The regional EIT
waveforms (bottom left) originate from
four image pixels highlighted in the
functional EIT ventilation image of this
patient (top). The waveforms were
normalised to better visualise the
regional dissimilarities in lung
emptying. The histogram (bottom
right) shows the heterogeneity of
EIT-derived pixel ratios of FEV1 and
FVC. rel. ΔZ, relative impedance
change.
Figure 7 End-expiratory lung volume changes measured by electrical impedance tomography (EIT) (Goe-MF II EIT device (CareFusion, Höchberg,
Germany) with the GREIT image reconstruction) in a preterm infant (weight 800 g) with respiratory distress syndrome subjected to an
oxygenation-guided lung recruitment procedure during high-frequency ventilation before and after exogenous surfactant administration. Using the
impedance changes at a continuous distending pressure of 8 cmH2O as the reference value, both the inﬂation (solid red line) and the deﬂation limbs
(solid blue line) before and the deﬂation limb (dashed blue line) after surfactant treatment (grey arrow) are mapped (A). In addition, the regional
impedance changes in the cross-sectional slice of the chest during each incremental and decremental pressure step are presented as functional EIT
images (B). Red colour indicates a large variation and blue a small variation in impedance. Note the presence of lung hysteresis before surfactant
treatment (A) and the dissimilar regional changes in lung aeration (B). Also note the increase in lung aeration and its distribution after surfactant
treatment and the stabilising effect on the deﬂation limb. AU, arbitrary unit; CDP, continuous distending pressure; R, right; L, left; V, ventral; D,
dorsal.
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the non-dependent lung. They have shown highly variable venti-
lation distribution.17–19 93 A positional effect can favour both
the dependent and non-dependent lung regions, probably
depending on factors such as the presence of underlying lung
disease and/or respiratory support, initial posture, use of sed-
ation, breathing pattern, transpulmonary pressure and age.
Asymmetrical distribution of ventilation measured by EIT can
assist the clinician in diagnosing unilateral lung disease such as
pneumothorax, atelectasis and malpositioning of the endo-
tracheal tube.94–96 In the short term, the use for these purposes
may be the easiest method of broadly integrating EIT into the
clinical environment. The results of a few studies in children
with asthma and cystic ﬁbrosis showed the potential of
EIT-based regional pulmonary function testing to detect and
monitor lung function heterogeneity. This is a new prospect of
EIT use in the diagnostics of paediatric lung diseases that needs
to be further evaluated.
To date, studies in infants and children on EIT-derived lung
perfusion have been limited. A study in preterm infants showed
that measuring changes in pulmonary blood volume by EITwas
feasible and that the changes were greater in the non-dependent
lung.97 EIT has been used to demonstrate a decrease in global
and regional pulmonary blood ﬂow following ventricular
septum defect repair in children.98
Validation studies in infants and children are limited, because
comparative monitoring with CT and radionuclide scanning is
often not feasible or safe. To date, functional EIT images have
mainly been compared with chest radiography, showing a
similar loss in aeration.23 94 95 One study in preterm infants
with RDS showed that the changes measured in the cross-
sectional slice by EIT are representative of changes in the whole
lung measured by respiratory inductance plethysmography.99
Further details on the use of EIT in the neonatal and paediat-
ric populations with tables summarising the clinical issues moni-
tored by EIT can be found in EOS 8.
FUTURE DIRECTION IN EIT DEVELOPMENT, EVALUATION
AND USE
The priority of EIT research is to establish this method in clinical
practice.100 This process requires the identiﬁcation of relevant
unmet clinical needs and remaining deﬁcits in EIT technology
and clinical validation. We provide this information in EOS 9
together with the recommendations for future steps needed.
CONCLUSION
We are convinced that EIT is at an important stage of its devel-
opment, which bears both opportunities and risks. EIT has the
potential of bringing new possibilities to the management of
mechanically ventilated patients and patients with chronic lung
diseases. Common standardised techniques, terminology, coord-
ination and consensus on EIT application with large multicenter
clinical trials are needed to promote the clinical use. We hope to
have provided most of this essential information in this article.
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